Objective: To determine whether a corrected lymphocyte percentage could reduce bias in the absolute cluster of differentiation (CD)4+ T lymphocyte counts obtained via dual-platform (DP) vs standard singleplatform (SP) flow cytometry.
immunocompetence in individuals infected with and treated for HIV infection, and for monitoring the effectiveness of ART. [1] [2] [3] Currently, flow cytometry is the most accepted standard technique for CD4+ T lymphocyte counting due to its accuracy, precision, and reproducibility. Further, flow cytometry remains the first choice if a large throughput of specimens is required. [4] [5] [6] Absolute CD4+ T lymphocyte counts can be performed using single-platform (SP) or dual-platform (DP) flow cytometric testing. The SP method provides absolute CD4+ T lymphocyte counts directly, without the need for a hematology cell counter. This end can be achieved by counting the CD4+ T lymphocytes in a precisely determined blood-specimen volume or by adding a known number of reference microbeads in the lyophilized or liquid form admixed to a known volume of CD4 immunostained blood specimens.
Considered more reliable and reproducible than the DP method, the SP method is known to be the preferred approach in an increasing number of laboratories. [7] [8] [9] However, the SP method is expensive, compared with the DP method. An additional cost of US$5 to US$6 (local price) for the reference microbeads prevents the SP bead-based approach from being used in many resource-limited countries, including Thailand and India. 7 For the DP method, the total white blood cell (WBC) counts and lymphocyte percentages are determined using an automated hematology cell counter. An absolute CD4+ T lymphocyte count is then derived by multiplying the absolute lymphocyte count by the percentage of CD4+ T lymphocytes obtained via flow cytometric testing. The DP method is affordable for absolute CD4+ T lymphocyte counting; however, it shows higher variability in absolute CD4+ T lymphocyte counts than does the SP method. [10] [11] [12] [13] In an individual patient follow-up study, the absolute CD4+ T lymphocyte counts obtained with the DP method contributed to more variability than the CD4+ T lymphocyte percentage values (20% to 33% within the Pearson coefficient of variation [CV] vs a CV of 10% to 16% when using the SP method). Previous investigations [12] [13] [14] have indicated that the major source of this variability is the unmatched lymphocyte count due to the use of different automated hematology cell counters. To reduce this variability, a study 4 suggests using CD45/side scatter (SSC) gating to determine the percentage of lymphocytes. However, another study that evaluated methods for absolute CD4+ T lymphocyte counting suggested that the reason for the bias between the SP and the DP methods is not improper lymphocyte gating or measuring of lymphocytes using a hematology cell counter. 15 Although the sources of this variation remain inconclusive, these investigations suggest that the bias between SP and DP is consistent. Therefore, it is necessary to develop an alternative technique to correct all data to account for the biases.
The correction factor (CF) is the mathematical calculation of the true value. It is determined by dividing the expected value by the measured value. Once a CF has been determined, it can then be used for subsequent measurements using the equation T = M × C, where T is the true value, M is the measurement value, and C is the CF. The CF concept has been used in medical laboratories to calibrate variation. [16] [17] [18] To our knowledge, the CF concept has not yet been applied to correct the biases between the SP and the DP methods for CD4+ T lymphocyte enumeration. Therefore, the current investigation aimed to address whether the CF for the percentage of lymphocytes could remove the differences in CD4 counts obtained via DP and SP flow cytometry.
Materials and Methods

Evaluation Laboratories and Cell-Counter Instrumentation
We chose 6 laboratories to participate in this study, all of which were certified by the Thai National 
Patients and Blood Specimens
A total of 300 patients infected with HIV were enrolled in this study. Each participating laboratory consecutively collected 50 HIV-positive blood specimens after obtaining written informed consent for the enumeration of CD4+ T lymphocyte counts. The Institutional Ethics Committees of each of the laboratories approved this study (approval number 604/2551 [EC04]).
Peripheral blood specimens at various stages of HIV-1 infection were evaluated in this investigation. HIV status was validated using 2 rapid HIV-1/-2 diagnostic tests (Determine [Abbott Laboratories Inc.] and ImmunoComb II, HIV-1&2 BiSpot [Orgenics, Ltd.]). We collected 2 mL of venous blood from each patient by venipuncture into tripotassium ethylenediaminetetraacetic acid (K 3 EDTA)-containing tubes and processed the contents for immunophenotyping within 8 hours at each participating laboratory. All HIV-infected blood specimens were remainders from routine clinical specimens that were unlinked from identifiers.
Reagents
Anti-human monoclonal antibody to CD3 conjugated with fluorescein isothiocyanate (FITC), anti-human monoclonal antibody to CD4 conjugated with phycoerythrin (PE), anti-human monoclonal antibody to CD45 conjugated with peridinin-chlorophyll protein (PerCP), 10× FACS lysing solution, and TruCount were each purchased from Becton, Dickinson and Company). Phosphate-buffered saline was commercially obtained from Sigma-Aldrich Corporation.
Immunophenotyping Staining of Blood Specimens
The CD4+ T lymphocyte counts were enumerated using standard SP flow cytometry. Briefly, 50-μL blood specimens were incubated with 20 μL of CD3-FITC/CD4-PE/CD45-PerCP in TruCount tubes containing reference microbeads in the dark at room temperature. After 15 minutes, 450 μL of 10× FACS lysing solution was added into the tubes, which were then incubated for another 10 minutes. The stained specimens were then acquired and analyzed on a FACSCalibur flow cytometer using Multiset software (Becton, Dickinson and Company). The Multiset software automatically calculated percentage and the absolute number of CD3+/CD4+ T lymphocytes.
For DP analysis, specimens were acquired and analyzed using CellQuest software (Becton, Dickinson and Company). Forward scatter and SSC were measured using a linear scale. Fluorescence (FL) signals, including FL-1, FL-2, and FL-3, were measured using a logarithmic scale. A minimum of 100,000 events was acquired. A CD45 vs SSC-H dot plot was used to identify the total WBC count. The gated lymphocytes were displayed on a CD3 vs CD4 dot plot to determine the CD4+ T lymphocyte percentage. The absolute numbers of CD4+ T lymphocytes were calculated using the following formula: CD4+ T lymphocytes 
Calculation of Correction Factors for Lymphocyte Percentage
The flow cytometry determination of percentages of lymphocytes is illustrated in Figure 1 . The lymphocyte percentage was calculated using the following formula: lymphocyte percentage = (events total WBCs [R1] in total lymphocytes [R2] / events of lymphocytes in R1) × 100. Afterward, the CF for each automated cell counter was calculated by dividing the average lymphocyte percentage obtained from flow cytometric testing with the average lymphocyte percentage obtained using the automated hematology cell counter.
Statistical Analysis
We analyzed and graphed the data using Graphpad Prism software (GraphPad Software). For reporting the assay variability, the mean, SD, and CV were calculated. Linear regression was used to calculate the correlation coefficients (r 2 ) and to determine the relationship between the different methods. Bland-Altman analysis was used for assessing the agreement between the 2 methods; results were expressed as the mean bias (mean) and limit of agreement (LOA).
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Results
Variability of Automated Hematologic Cell Counters
We first examined the variation of 6 automated hematologic cell counters used in the current study. Five stabilized wholeblood preparations from CD-Chex Plus (Streck, Inc) were used. Aliquots of these commercially internal quality control (IQC)-stabilized blood specimens were sent to the participating laboratories. These specimens were analyzed using an automated hematology cell counter to determine the total WBC count, lymphocyte percentage, and absolute lymphocyte count for 10 consecutive days. An average CV of these parameters was calculated for each specimen across the 6 automated cell counters. For confidentiality of the performance results from each laboratory, participating laboratories were identified as Labs A, B, C, D, E, and F. The results demonstrated that the CV of lymphocyte percentage (18.73%-97.81%) and the calculated absolute numbers of lymphocytes (19.32%-97.92%) were higher than total WBC counts (2.4%-13.31%).
Calculation of Correction Factor for Lymphocyte Percentage
To calculate the CF for the lymphocyte percentage, 120 blood specimens from patients who tested HIV positive and who had CD4+ T lymphocyte counts of 1 to 1200 cells per μL were evaluated and analyzed for lymphocyte percentage using an automated hematology cell counter and flow cytometer, as previously described herein. The results showed that the CFs for the lymphocyte percentage of each hematology cell counter were 1.05, 1.05, 0.98, 1.01, 1.1, and 0.9, for Labs A, B, C, D, E, and F, respectively.
Calculated Correction Factor for Determining the Absolute Numbers of CD4+ T Lymphocytes
We conducted a further experiment to evaluate the use of the calculated CFs for determining the absolute CD4+ T lymphocyte count. A total of 300 blood specimens were collected from patients with HIV seropositivity patients at the 6 laboratories participating in the study. To assess whether the CF improved the accuracy of CD4+ T lymphocyte counts with an absolute value below 350 cells per μL, all data from 6 laboratories were pooled. Specimens in which the absolute CD4+ T lymphocyte count was as high as 350 cells per μL were then selected for regression and Bland-Altman analysis ( Figure 3) . Our results showed good correlation between DP and standard SP, with r 2 of 0.92 (y = 1x + 10; P <.001). Similarly, DP with CF and the standard SP also showed good correlation, with r 2 of 0.92 (y = 1x + 11; P <.001). As we expected, the use of CF decreased the differences in the mean bias of CD4+ T lymphocyte counts between DP and the standard SP approach (−18 cells/μL vs −12 cells/μL). Our data suggest that the use of CF for calculating lymphocyte percentages can reduce the discrepancy in absolute CD4+ T lymphocyte counts between DP and the standard SP method at clinically relevant levels.
Discussion
DP flow cytometry is still widely used in Thailand and other countries with poor resources due to its cost effectiveness, compatibility with external quality assurance (EQA) programs, and the availability of QC reagents. 20, 21 However, DP shows high variability in absolute CD4+ T lymphocyte counts, compared with standard SP. To correct this bias, we have described the use of CFs of lymphocyte percentages to reduce the variability of absolute CD4+ T lymphocyte counts determined using DP.
In the first study, we attempted to characterize the analytic variability of the hematologic measurements. The results showed the high variability of the percentage of lymphocytes. Our finding was consistent with those of a previous investigation. 11 This finding may be explained by the difference in the technologies and cell classification algorithms used in automated hematology cell counter designs. These instrument algorithms can result in a bias for lymphocytes and granulocytes, despite that the 2 instruments were from the same manufacturer. We consider this finding to be important because the lack of matching between the lymphocyte percentages determined by the automated hematology cell counter and the flow cytometry technique results in a variability in absolute CD4+ T lymphocyte counts determined via DP, compared with standard SP.
Considering the variability of DP, replacing DP with beadbased SP has been advised in several countries to reduce the variation. This approach has been supported by the development of alternative SP instruments, and several of these instruments have been evaluated in other studies. 6, 22 Despite the fact that this instrument is affordable, it is still difficult to replace an existing DP with any of these new SP technologies in resource-poor settings because additional funds are required to purchase the new equipment. Also, no compatible QC reagents are available for the new SP technologies. Considering the limitations of alternative SP methods, the development of techniques to reduce the variation of DP should be considered. Recent studies [16] [17] [18] have applied the concept of CF to reduce the variability in medical laboratories.
We have shown, for the first time in the literature to our knowledge, that the use of CF together with DP reduces the mean bias of absolute CD4+ T lymphocyte counts, compared with standard SP. By reducing the unmatched lymphocyte percentages, the precision of absolute CD4+ T lymphocyte counts was improved to reach the level of the standard SP. This suggestion was supported by our finding that among the 6 laboratories participating in this investigation, the mean bias of the absolute CD4 T lymphocyte counts had decreased at 4 sites. Our results also revealed that the use of CF in combination with DP reduces the mean bias of absolute CD4+ lymphocyte counts when analyzing the data for CD4 of 350 cells per μL or less.
Considering the importance of CD4+ T lymphocyte counts, using CFs with the DP approach can improve the reliability
Figure 3
Comparison of Bland-Altman plots between dual platform (DP) and single platform (SP) and DP-correction factor (CF) versus SP of cluster of differentiation (CD)4+ T lymphocytes less than 350 cells/μL.
of CD4 counts for management of patients infected with HIV and assessment of the effectiveness of ART. Further, the use of CFs has several advantages. CF is easy to determine and is affordable for all laboratories where DP is routinely performed for the determination of absolute CD4+ T lymphocyte counts. Users do not need to change standard protocols for staining specimens and gating strategies. Another advantage is that CF values indicate the difference in the lymphocyte percentages obtained from automated hematology cell counters and flow cytometry.
Recent studies 23, 24 have shown a number of new cell-counter technologies available on the market. Considering these technologies, CF parameters can also be used to evaluate the new hematology cell counters before implementation in the laboratory. It is important to note that at 2 laboratories, the mean bias of the CD4+ T lymphocyte counts increased. The reasons for this unexpected result are unknown; this outcome could not be explained by random errors such as pipetting errors or operator errors. Further, the instruments and pipettes used in this study were carefully calibrated according to the manufacturer-provided recommendations.
One limitation of the current study is that the use of CF would not show a dramatic reduction in the bias between SP and DP. This circumstance can be explained by the fact that the automated hematology cell counters used in our investigation are well calibrated by users. The results of previous studies 25, 26 suggest that regularly checking the performance of an automated hematology cell counter using EQA and IQC can improve the accuracy and reliability of test results. Doing so may reduce the variation in the lymphocyte percentages and WBC counts obtained from automated hematology cell counters because excellent correlation has been found between SP and DP without CF. Further investigations should address whether application of the CF concept yields a dramatic improvement in absolute CD4 T lymphocyte counts using DP in laboratories where the QC material for the automated cell counter is difficult to access. Also, the constancy of the CF for improvement of the CD4 count by DP should also be addressed over time.
In conclusion, we have shown the potential of the use of CF to reduce the differences in absolute CD4+ T lymphocyte counts between DP and standard SP flow cytometry. Improvement in the accuracy and reliability of absolute CD4+ T lymphocyte counts with the DP approach is important in the therapeutic treatment, in resource-limited settings, of patients infected with HIV. LM
